Non-deflation of Foley catheter balloon: use of transrectal ultrasound.
The problem of failed balloon deflation on removal of a Foley catheter is frequently observed. The use is reported of transrectal ultrasound with a small gauge biopsy needle to enable balloon deflation after the failure of less invasive techniques.